The accuracy of visual and meter determinations of blood glucose with the use of Chemstrip bG.
The 95% confidence intervals for the blood glucose determinations with use of the Chemstrip bG were +/- 28 mg/dl by visual reading and +/- 18 mg/dl by means of the Accu-Chek photometer. These rapid methods continue to be an important aid in the home care of pregnant diabetic women.